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Evaluation of a most probable number method for the

enumeration of Legionella pneumophila from North

American potable and nonpotable water samples

Ray Petrisek and Jonathon Hall
ABSTRACT
This study compares the performance of a novel most probable number (MPN) method (Legiolert™/

Quanti-Tray®) with Standard Methods for the Examination of Water and Wastewater 9260 J for the

enumeration of Legionella pneumophila from potable and nonpotable waters. Data from the study

showed that Legiolert exhibited higher sensitivity for the detection of L. pneumophila for potable

water and equivalent sensitivity for nonpotable water. The Legiolert medium had a high specificity

with no false positive signals reported for either water type. The newmethod represents a significant

improvement in usability and accuracy in the enumeration of L. pneumophila.
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INTRODUCTION
Following the outbreak of legionnaires’ disease in Philadel-

phia in 1976 (Fraser et al. ), Legionella pneumophila

has emerged as an opportunistic pathogen of growing

global concern. An increasing incidence in the annual

number of cases has been reported by both the Centers for

Disease Control (Adams et al. ; Garrison et al. )

and the European Centre for Disease Prevention and Con-

trol (Beauté et al. ). A number of large outbreaks

associated with both potable and nonpotable water have

demanded attention, increased public awareness, and stimu-

lated the publication of new guidance documentation such

as the CDC toolkit (Messonnier et al. ) and ASHRAE

188 (ASHRAE ), and in some cases the passing of

legislation mandating routine monitoring and a risk manage-

ment plan (New York State Department of Health ).
Technical actions vary globally but are all based upon a

quantitative assessment of the presence of Legionella in a

given system, whether the system comprises a potable, pre-

mises plumbing network or a cooling system. For example,

action limits in cooling towers in New York state start at

20 CFU/mL for review of the treatment program and initial dis-

infection but escalate to system decontamination with a

halogen-based compound once the concentration exceeds

1,000 CFU/mL. For New York, action decisions and rec-

ommendations are based on quantification from traditional

spread-plate culture methods conducted by a laboratory

approved by the New York State Environmental Laboratory

Program (ELAP). Likewise, Québec regulations stipulate the

Legionella pneumophila concentration in cooling towers

must be <10 CFU/mL or actions must be taken (Gazette

Officielle du Québec ); similar limits exist in potable

samples from ‘covered facilities’ (hospitals and health care

facilities), with the caveat that a percentage of outlets in a

given system all exceed the minimum action limit. In 2011

the German Federal Ministry of Health published the

mailto:rpetrisek@hpenviron.com
http://creativecommons.org/licenses/by-nc-nd/4.0/
http://creativecommons.org/licenses/by-nc-nd/4.0/


26 R. Petrisek & J. Hall | Evaluation of a MPN method for enumerating Legionella pneumophila in water Journal of Water and Health | 16.1 | 2018
German drinking water ordinance imposing strict action

limits of 1 CFU/mL for total Legionella (all Legionella

species), and ISO 11731-2 (2004) was deemed as the regulat-

ory standard culture method (German Federal Ministry of

Health ).

Several new quantitative methods have been introduced

in recent years in order to facilitate routine testing, but cul-

ture-based methods continue to be the most rigorous and are

therefore considered the gold standard by which other

methods are judged. One version of the plate culture

method is Standard Methods for the Examination of Water

and Wastewater 9260 J: Legionella. The SM9260 J method

allows for several procedural options around a common

theme of the use of selective media for isolating Legionella.

One medium invoked in SM9260 J, which was employed in

this study, is CCVC, a medium which is based upon buffered

charcoal yeast extract (BCYE) nonselective medium and for-

tified with multiple selective agents (colistin, cephalothin,

vancomycin, and cycloheximide; APHA/AWWA/WEF

). In this embodiment of SM9260 J a sample is either

analyzed directly or after concentration, which is achieved

by concentration by membrane filtration through a 0.2 μm

pore size membrane filter and subsequent resuspension in

diluent. Either suspension is then plated on selective

CCVC agar with or without a short treatment with an acid

solution, and incubated at 35 �C for 7 days. Presumptive

colonies are then sub-cultured for confirmation.

Legiolert™, an alternative, MPN-based method for

quantifying L. pneumophila, has been developed. Legiolert

is delivered as a powdered reagent in a blister pack and uti-

lizes fixed protocols dictated by the sample type. For potable

and related water matrices, Legiolert is designed to test

10 ml of sample and, for nonpotable waters, Legiolert is

designed to test 0.1 mL of sample. For potable water, Legio-

lert/Quanti-Tray® is incubated at 39 �C± 0.5 �C and at

37 �C± 0.5 �C for nonpotable water, both with ≈80% rela-

tive humidity for 7 days. When L. pneumophila are

present in a water sample and tested using Legiolert, they

produce any combination of brown color and turbidity,

and represent a confirmed detection result. Enumeration is

achieved by the most probable number (MPN) technique.

Legiolert utilizes IDEXX’s selective media formulation to

detect exclusively L. pneumophila, with no characterized

bias for specific serogroups.
We report here the outcome of a comparison study

between Legiolert and Standard Methods for the Examin-

ation of Water and Wastewater 9260 J for the enumeration

of L. pneumophila from naturally contaminated potable

water samples and nonpotable water samples, the latter of

which primarily comprised cooling towers and cooling sys-

tems. We were interested in comparing this outcome with

a previous comparison of Legiolert vs. ISO-11731-2 that

was conducted with potable samples in Germany in which

Legiolert exhibited greater sensitivity for the quantification

of L. pneumophila (Sartory et al. ).
MATERIALS AND METHODS

Legiolert/Quanti-Tray description and procedure

All Legiolert materials were from IDEXX Laboratories, Inc.

The Legiolert method consists of a blister pack containing

reagent powder and the Legiolert Quanti-Tray growth and

quantification platform. For the nonpotable water appli-

cation, a pretreatment solution is included. The potable

water application was carried out as follows. A blister

pack of Legiolert powder reagent was added to 90 mL of

sterile deionized water and mixed thoroughly. Following

brief agitation of the potable water sample 10 mL was

added to the reagent mixture and agitated. The contents

were sealed into a Legiolert Quanti-Tray as described

below. The nonpotable water application was carried out

as follows. First, a multi-dose pretreatment reagent was

reconstituted by adding 100 mL of sterile deionized water

to a vessel containing powdered pretreatment reagent. For

each test the sample was agitated and an aliquot of 0.2 mL

was added to 0.2 mL of pretreatment solution in a microfuge

tube. The mixture was vortexed hard for ∼5 seconds and

incubated at room temperature for 60 seconds. A 0.2 mL ali-

quot from the reaction tube was then immediately

transferred to the 100 mL vessel containing reconstituted

Legiolert reagent. The contents were agitated and sealed

into a Legiolert Quanti-Tray as described below.

Completed sample mixtures were poured into the Legio-

lert Quanti-Tray and immediately sealed in a Quanti-Tray

SealerPLUS. Sealed trays were incubated paper side down

(wells facing upwards) at 39± 0.5 �C in a humidified
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environment for potable water samples and at 37± 0.5 �C in

a humidified environment for nonpotable water samples.

Humidity was generated by addition of a water reservoir

to the lowest shelf of each incubator. As recommended by

the manufacturer, adequate humidity was assessed by con-

firming that weight loss over the incubation period was

�10%. To accomplish this, filled and sealed Quanti-Trays

were weighed immediately after sealing and again following

7 days of incubation, and the resulting difference was calcu-

lated and compared with the initial weight. Quanti-Trays

were analyzed after 7 days for the presence of brown color

and/or turbidity.

The specificity of Legiolert was analyzed by perform-

ing secondary confirmations on at least 25% of all

positive wells observed for each sample. Confirmations

were performed using BCYE and tryptic soy agar with

5% sheep blood (BA) by the following procedure. For

each positive well the sampling area on the paper side

of the Quanti-Tray was identified and a razor was cleaned

using a disposable alcohol wipe. The razor was used to cut

a small opening in the paper above each well to be

sampled and 5 μl was transferred from each well to both

a BCYE plate and a BA plate. A 3-zone streak was per-

formed for each aliquot on each plate and plates were

incubated for 2–4 days at 36± 2 �C with humidity. Incu-

bation time was variable based on recovery time for

individual isolates to yield clear morphology and accurate

confirmation. Following incubation, isolates were

regarded as L. pneumophila if they grew on BCYE but

failed to grow on BA irrespective of any additional non-

Legionella isolates present.

SM9260 J procedures

The Standard Methods for the Examination of Water and

Wastewater 9260 J procedure was carried out using CCVC

selective medium. For potable water, samples were agitated

and 250–1,000 mL of water was filtered through a 0.2 μm

polycarbonate filter, after which the filter was transferred

with sterile forceps to a 50 mL conical tube containing

5 mL of sterile water and vortexed hard for 30 seconds to

dislodge bacteria from the filter. Filtrate was direct plated

to each of two CCVC plates and one BCYE plate by spread-

ing 0.1 mL using a sterile glass rod. For the nonpotable
application, samples were first agitated then 0.1 mL was

direct plated to one BCYE and one CCVC plate. In parallel,

the sample was acid treated with the acid reagent described

in SM9260 J (0.2 M HCl/KCl, pH 2.0). One milliliter of

sample was added to 1 mL acid buffer, incubated for 15 min-

utes at room temperature, and neutralized by the addition of

1 mL of alkaline neutralizer solution (0.1N KOH). Treated

sample was plated by spreading 0.3 mL of the neutralized

mixture to one BCYE and one CCVC plate. Note that this

volume plated is the equivalent of 0.1 mL of the original,

untreated sample. Plates for all water types were incubated

at 35± 2 �C with humidity and were examined on days 3

and 7 for the presence of presumptive Legionella colonies.

Presumptive colonies, those that exhibited the typical

ground glass appearance of Legionella on BCYE media,

were confirmed by sub-culturing to both BCYE and BA. In

addition to the standard protocol outlined in SM9260 J, pre-

sumptive Legionella isolates were further screened for

fluorescence when exposed to ultraviolet light to determine

if isolates were L. pneumophila species or non-pneumophila

species of Legionella, as many non-pneumophila species are

known to exhibit auto fluorescence, differentiating them

from L. pneumophila. Data from fluorescent isolates was fil-

tered from the comparative data analysis in order to

compare sensitivity of both methods for L. pneumophila iso-

lates. Isolates with ambiguous reactions were further

analyzed by latex agglutination or direct fluorescent anti-

body microscopy to confirm the species.

Data analysis

For all data resulting from method SM9260 J the highest

count for all parallel plate conditions tested was used for

comparisons and was termed the ‘best’ condition. To

compare the sensitivity of the two methods, the comparative

L. pneumophila paired count data was analyzed using each

of two statistical comparisons. The data was analyzed by a

standard two-tailed t-test, but an evaluation revealed that

the data did not follow a normal distribution. Therefore,

the Wilcoxon signed rank test, which is a more appropriate

test for non-normal, nonparametric data, was used as

described (Oshiro ). Both results are presented. Potable

water data was all normalized to be expressed per 10 mL of

initial sample volume.
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The data were also analyzed by a McNemar’s binomial

test (McNemar ) to evaluate differences between the fre-

quencies of positive and negative samples by the test

methods for the recovery of L. pneumophila.
RESULTS

Water sample composition

A diverse array of potable and nonpotable water samples

were analyzed over the period April to September 2016.

Potable water samples comprised diverse premises potable

water and related systems including, but not limited to,

hot water taps, showers, fountains, eyewash stations, ice

machines, holding tanks, and drinking fountains. The

samples were taken from domestic buildings including, but

not limited to, offices, medical buildings, nursing homes,

sports facilities and rehabilitation centers. Nonpotable

water samples were primarily cooling towers. Ten milliliter

aliquots of potable water samples were analyzed by Legio-

lert and compared with variable volumes ranging from 250

to 1,000 mL analyzed by SM9260 J. One hundred microliter

aliquots of nonpotable water samples were also analyzed

using the Legiolert nonpotable protocol and compared

with the same volume analyzed by SM9260 J. Data was gen-

erated for both sample types on confirmed L. pneumophila

isolated by both methods.

Comparative recovery in potable water samples

Of 491 US potable water samples analyzed 74 yielded data

pairs with at least one nonzero value. As shown in
Table 1 | Comparative count binning of Legionella pneumophila counts from potable

samples by SM9260 J and Legiolert/Quanti-Tray based on ranges of counts

by SM9260 J for nonzero data pairs

Count range SM9260 J
cfu 10 ml�1 Number of samples

Comparative count range
Legiolert MPN 10 ml�1

0–10 64 0–172

11–20 6 2–39

21–30 1 42

31–40 2 522–1,460

>40 1 159
Table 1, counts from Legiolert ranged from 0 to

1,460 MPN 10 ml�1 (mean 37.4), and from 0 to 50 cfu

10 ml�1 (mean 5.3) from SM9260 J method. The majority

of paired results (64 out of 74, i.e. 86.5%) were from a

SM9260 plate count range of 0 to 10 cfu, but were encom-

passed within a count range of 0 to 172 MPN by Legiolert.

This difference in range of counts and sensitivity was also

reflected in ranges of SM9260 J counts. Indeed, Figure 1

shows that in eight samples with counts >25 Legiolert

MPN Legiolert showed dramatically higher results than

the corresponding result from SM9260 J. This result suggests

that Legiolert may be able to more accurately report the

number of Legionella found at higher concentrations. How-

ever, since very few data points contribute to this condition

more samples with high levels of Legionella would need to

be tested to further examine this trend.

The outcomes of the statistical T-test andWilcoxon signed

rankanalysisof thepaired countdataarepresented inTable2A

and a bivariate analysis of the raw data pairs in Figure 1.

A Wilcoxon signed rank test revealed higher sensitivity

(prob> |S|¼<0.0001, significance level¼ 0.05). A two-tailed

t-test showed no statistical difference (prob> |t|¼ 0.120).

Since many samples analyzed had low spread plate

counts, with 86.5% having 10 or fewer colonies on any

single plate, more samples would need to be analyzed to

confirm that higher recovery by Legiolert is also observed

over the full plate counting range of 30–300 colonies

typically used as a method comparison guideline for tra-

ditional spread-plate methods.

The outcome of the McNemar’s analysis is presented

in Table 2B. This analysis showed no statistical difference

(p¼ 1.0000), suggesting that, though there appears to be a

sensitivity difference for quantification, both methods

appear to be equally sensitive for determining presence/

absence of L. pneumophila.

Comparative recovery in nonpotable water samples

Of 846 US nonpotable water samples analyzed 49 yielded

data pairs with at least one nonzero value. As shown in

Table 3, counts from Legiolert ranged from 0 to 240 MPN/

0.1 mL (mean 14.6), and from method SM9260 J from 0 to

100 cfu/0.1 mL (mean 9.4). The majority of paired results

(40 out of 49, i.e. 81.6%) were from SM9260 J plate counts
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range of 0 to 10 cfu but were encompassed within a count

range of 0 to 42 MPN by Legiolert. As with the potable com-

parison, other groupings of SM9260 J counts yielded

variances revealing higher sensitivity for Legiolert, but

only an examination of additional samples with higher

L. pneumophila concentrations would reveal a true corre-

lation between higher Legiolert sensitivity at those
Table 2 | Outcome of statistical analysis of the paired Legionella pneumophila counts

from 10 ml potable water samples by Legiolert/Quanti-Tray and SM9260 J

A. Quantitative statistics

Statistical analysis Parameter
vs. SM9260 J
Best data

Wilcoxon signed rank test Prob> |S| < 0.0001
Prob> S < 0.0001
Prob< S 1

Matched pairs T-test N 74
Prob> |t| 0.120
Prob> t 0.060
Prob< t 0.940

p< 0.05 indicates a significant difference

B. Presence/absence statistics

Legiolert

þ �
SM9260 J þ 67 3 70

� 4 417 421

71 420 491

p¼ 1.0000
concentrations. The outcomes of a statistical T-test and Wil-

coxon signed rank analysis of the paired count data is

presented in Table 4 and a bivariate analysis of the raw

data pairs in Figure 2. A two-tailed Wilcoxon Signed Rank

test revealed equivalent sensitivity (prob> |S|¼ 0.728, sig-

nificance level¼ 0.05). A two-tailed t-test similarly showed

no statistical difference (prob> |t|¼ 0.201).

The outcome of the McNemar’s analysis is presented in

Table 4B. This analysis showed no statistical difference (p¼
0.6831), agreeing with the statistical evaluation for quantifi-

cation. Both methods were equally sensitive for determining

presence/absence of L. pneumophila.
False positivity

One differentiation of the two methods is that the MPN

counts from Legiolert are designed as confirmed counts
Table 3 | Comparative count binning of Legionella pneumophila counts from nonpotable

samples by SM9260 J and Legiolert based on ranges of counts by SM9260 J for

nonzero data pairs

Count range SM9260 J
CFU 0.1 ml�1 Number of samples

Comparative count range
Legiolert MPN 0.1 ml�1

0–10 40 0–42

11–25 3 5–142

26–50 5 11–31

51–75 0 N/A

>75 1 240



Table 4 | Outcome of statistical analysis of the paired Legionella pneumophila counts

from 0.1 ml nonpotable water samples by Legiolert and SM9260 J

A. Quantitative statistics

Statistical analysis Parameter
vs. SM9260 J
Best data

Wilcoxon signed rank test Prob> |S| 0.728
Prob> S 0.636
Prob< S 0.634

Matched pairs T-test N 49
Prob> |t| 0.201
Prob> t 0.100
Prob< t 0.900

p< 0.05 indicates a significant difference

B. Presence/absence statistics

Legiolert

þ �
SM9260 J þ 43 3 46

� 3 797 800

46 800 846

p¼ 0.6831
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not requiring additional confirmation steps. For the pur-

poses of this study a fixed percentage of all positive

wells were sampled for confirmation by sub-culture to

BCYE to estimate the rate of true and false positive

results. For the potable water analysis 199/199 wells ana-

lyzed were confirmed Legionella by sub-culture, resulting
Figure 2 | Bivariate analysis of Legiolert (MPN) by SM9260 J best (CFU) for 0.1 mL nonpotable
in a false positivity value of <0.5% and a specificity of

100%. Similarly, for the nonpotable water analysis 106/

106 wells analyzed were confirmed Legionella by sub-cul-

ture, resulting in a false positivity value of <0.9% and a

specificity of 100%.
DISCUSSION

HP Environmental Inc. (HPE) has conducted in-house

evaluations of other similar IDEXX products (i.e. Enterolert,

Pseudalert, and Colilert). To be useful at HPE, diagnostic

environmental methods must be accurate, simple, and

affordable for the population for which they are intended.

They must also provide results in a timely manner to insti-

tute effective control measures in buildings or for

treatment of patients. In general, we find that the Legiolert

protocols and ease of use meet our expectations for perform-

ance and have followed the same well-designed line as

previous IDEXX products using the Quanti-Tray platform.

Operational characteristics include the time taken to

perform the test, its technical simplicity or ease of use,

user acceptability, and stability of the test under user con-

ditions. The ease of use will depend on the practicality of

acquiring and maintaining the equipment required to per-

form the test, the time and difficulty in training staff, and

the ability of users to interpret the results of the test cor-

rectly. All of these characteristics are important for
water.
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determining the settings in which Legiolert can be used. We

found staff training on Legiolert to be easy and we found

that the time taken to perform the Legiolert assay is greater

than 50% less than the SM9260 J protocol presently

employed in our laboratory.

It was perhaps not surprising that Legiolert exhibited stat-

istically greater sensitivity for quantifying L. pneumophila

from potable waters than SM9260 J, since a similar study

comparing Legiolert with a BCYE-based membrane filtration

method (ISO-11731-2) also reported greater Legiolert sensi-

tivity (Sartory et al. ). In the current study, a simplified

protocol in which a 10-fold dilution is directly examined

was used in favor of the earlier 100 mL protocol analyzed

by Sartory et al. in which the sample hardness is measured

and subsequently neutralized. The dilution appears to circum-

vent chemical interferences that the water matrix may

introduce without sacrificing overall sensitivity.

Notably, on at least six occasions, we found Legiolert to

perform better than the SM9260 J protocol when competing

bacteria are in the initial sample. This was observed primar-

ily with cooling tower samples that are expected to have

higher levels of bacterial contamination. With such samples,

we observed that CCVC media was susceptible to spreading

organisms (e.g. Proteus and Pseudomonas spp.), which pre-

vented the plate from being readable. Acid treatment or re-

testing of the samples with serial dilutions up to 1:1000

helped but did not eliminate the problem. The Legiolert

Quanti-Trays were consistently clean with no contamination

issues. In three cases, Legiolert gave a positive result that

was not detected by the SM9260 J protocol.

There could be several reasons for differences in

recovery between MPN methods and plate methods. Micro-

biologically, formulation differences can have a significant

impact on recovery of microorganisms both from the nutri-

tional composition and from the addition of multiple

selective agents. For BCYE-based methods the selective

agents added to the medium can vary widely from CCVC,

a reflection of differing opinions and data supporting the

benefits of specific, alternate formulations. Furthermore,

some microorganisms may simply be better suited to propa-

gation in a liquid milieu rather than on solid medium, an

idea that has been observed with some bacteria (Ahn et al.

), though this has not been directly explored with Legio-

nella pneumophila. More practically, an MPN device does
not experience proximity effects as petri plates do, since

each test within an MPN device operates independently of

the others. This allows for a linear counting range up to

the theoretical maximum by bypassing the deleterious

effects of growth inhibition by other waterborne organisms,

which has been observed for Legionella previously (Cotuk

et al. ; Paszko-Kolva et al. ). Acceptable counting

limits of 300 CFU on standard 90 mm petri plate tests are

in place not only to ensure adequate resolution and accu-

racy, but also to minimize the negative impacts of lack of

nutrient availability or waste product accumulation.

For Legiolert, confirmatory sub-culturing revealed very

high selectivity with no false positive signals reported for

Legiolert. This supports the claim that Legiolert is a con-

firmed test not requiring that any subcultures be employed

for its routine use. Another study with Legiolert with potable

samples revealed some false positive signals, with rates less

than 4% reported (Sartory et al. ). Though we did not

report the specific serogroups of L. pneumophila detected

by Legiolert in this study, we were able to perform serogroup

assessments using latex agglutination with material

extracted directly from positive Quanti-Tray/Legiolert wells.
CONCLUSIONS

The need for accurate and reliable quantification of Legio-

nella to conform to growing guidance and legislation

internationally has stimulated the development of rapid

tests based on molecular technologies such as PCR, anti-

body capture, and lateral flow. Each are designed to

improve on existing culture-based technology by either redu-

cing the time to results or increasing sensitivity. None,

however, provides the ability to consistently, accurately,

and easily perform routine monitoring in conjunction with

a prescribed risk management plan as advised by guidance

documents. Though BCYE-based culture methods like

SM9260 J are considered the gold standard, they represent

a level of subjectivity and difficulty that is problematic for

routine monitoring and do not easily differentiate the differ-

ent species of Legionella in the environment, whether they

are of significant concern or not. In situations where specia-

tion information is desired, an add-on test requiring extra

time, effort, and materials must be performed. Since
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Legiolert is L. pneumophila-specific, the importance of

quantifying species of Legionella other than Legionella

pneumophila (L. spp.) is something we had to consider

when comparing the differential performance of Legiolert

vs. SM9260 J. Environmentally, L. pneumophila is the domi-

nant species of Legionella in both potable and nonpotable

water, generally greater than 80% of all environmental

Legionella strains isolated (Doleans et al. ; Lee et al.

; Lin et al. ). A similar trend showing the dominance

of L. pneumophila species was observed in this study as

well, though to a slightly lesser degree: of all the samples

analyzed by SM9260 J 3.0% (40/1337) contained at least

one L. spp. compared with 9.2% (123/1337) L. pneumophila

in the same samples. However, in comparing relative

environmental abundance of L. spp. to L. pneumophila to

the clinical speciation profile, the risk for illness can be over-

whelmingly attributed to L. pneumophila, particularly

serogroup 1 (Beauté et al. ). Furthermore, it has been

proposed that the presence of other species like Legionella

anisa found in water systems does not constitute grounds

for remediation due to the questionable risk (Lin et al.

). For these reasons, Legiolert appears to be an appropri-

ate test system for assessing risk in building systems.

In conclusion, this study has investigated a novel MPN

method (Legiolert/Quanti-Tray) for the enumeration of

L. pneumophila. The method was compared with method

SM92060 J for both potable and nonpotable waters. The

Legiolert method was found to be more sensitive

than SM9260 J for potable water and equally sensitive

to SM9260 J for nonpotable water. In this study, only

L. pneumophila were recovered, indicating a very high

specificity and supporting the claim that Legiolert generates

a confirmed result. HPE also found the test very simple to

use and interpret and concludes that Legiolert will signifi-

cantly add to the reliability of testing for L. pneumophila

from drinking water and related samples.
ACKNOWLEDGEMENTS

The generous contribution of IDEXX Laboratories Inc. in

the provision of Legiolert reagent, Quanti-Tray and other

materials is gratefully acknowledged. This work was

supported by IDEXX Laboratories, Inc. IDEXX
Laboratories, Inc. aided in the study design, data analysis,

and in preparation of the report.
REFERENCES
Adams, D., Fullerton, K., Jajosky, R., Sharp, P., Onweh, D., Schley,
A., Anderson, W., Faulkner, A. & Kugeler, K.  Summary
of notifiable infectious diseases and conditions: United
States, 2013. MMWR Morbidity and Mortality Weekly Report
62, 1–122.

Ahn, Y., Kim, J. M., Ahn, H., Lee, Y.-J., LiPuma, J. J., Hussong, D.
& Cerniglia, C. E.  Evaluation of liquid and solid culture
media for the recovery and enrichment of Burkholderia
cenocepacia from distilled water. Journal of Industrial
Microbiology and Biotechnology 41 (7), 1109–1118.

APHA/AWWA/WEF  Standard Methods for the Examination
of Water and Wastewater, 21st edn. Chapter 9260 J: Detection
of Pathogenic Bacteria. Legionella. American Public Health
Association/American Water Works Association/Water
Environment Federation, Washington, DC.

ASHRAE  Legionellosis: Risk Management for Building
Water Systems. ASHRAE Standard 188-2015, June 26, 2015,
Atlanta, GA.

Beauté, J., Robesyn, E. & on behalf of the European Legionnaires’
Disease Surveillance Network  Legionnaires’ disease in
Europe, 2014. Euro Surveillance 18 (10), 20417.

Cotuk, A., Dogruoz, N., Zeybek, Z., KiMiRan-Erdem, A. & Ilhan-
Sungur, E.  The effects of Pseudomonas and Aeromonas
strains on Legionella pneumophila growth. Annals of
Microbiology 55 (3), 219–224.

Doleans, A., Aurell, H., Reyrolle, M., Lina, G., Freney, J.,
Vandenesch, F., Etienne, J. & Jarraud, S.  Clinical and
environmental distributions of Legionella strains in France are
different. Journal of Clinical Microbiology 42 (1), 458–460.

Fraser, D. W., Tsai, T. R., Orenstein, W., Parkin, W. E., Beecham,
H. J., Sharrar, R. G., Harris, J., Mallison, G. F., Martin, M. S.,
McDade, J. E., Shepard, C. C., Brachman, P. S. & the Field
Investigation Team  Legionnaires’ disease: description of
an epidemic of pneumonia. New England Journal of
Medicine 297, 1189–1197.

Garrison, L. E., Kunz, J. M., Cooley, L. A., Moore, M. R., Lucas, C.,
Schrag, S., Sarisky, J. & Whitney, C. G.  Vital signs:
deficiencies in environmental control identified in outbreaks
of legionnaires’ disease: North America, 2000–2014.
MMWR Morbidity and Mortality Weekly Report 65 (22),
576–584.

Gazette Officielle du Québec Order in Council 454-2014 May
28. 2014 volu 146 n�22 Part 2 Page 1139.

German Federal Ministry of Health  Erste Verordnung zur
Änderung der Trinkwasserverordnung vom 3 Mai 2011 (First
Regulation amending the Drinking Water Ordinance of May
3, 2011). Bundesgesetzblatt, Jahrgang 2011, Teil I Nr. 21, Mai
2011, 748–774.

http://dx.doi.org/10.15585/mmwr.mm6253a1
http://dx.doi.org/10.15585/mmwr.mm6253a1
http://dx.doi.org/10.15585/mmwr.mm6253a1
http://dx.doi.org/10.1007/s10295-014-1442-3
http://dx.doi.org/10.1007/s10295-014-1442-3
http://dx.doi.org/10.1007/s10295-014-1442-3
http://dx.doi.org/10.1128/JCM.42.1.458-460.2004
http://dx.doi.org/10.1128/JCM.42.1.458-460.2004
http://dx.doi.org/10.1128/JCM.42.1.458-460.2004
http://dx.doi.org/10.1056/NEJM197712012972201
http://dx.doi.org/10.1056/NEJM197712012972201
http://dx.doi.org/10.15585/mmwr.mm6522e1
http://dx.doi.org/10.15585/mmwr.mm6522e1
http://dx.doi.org/10.15585/mmwr.mm6522e1


33 R. Petrisek & J. Hall | Evaluation of a MPN method for enumerating Legionella pneumophila in water Journal of Water and Health | 16.1 | 2018
Lee, H. K., Shim, J. I., Kim, H. E., Yu, J. Y. & Kang, Y. H. 
Distribution of Legionella species from environmental water
sources of public facilities and genetic diversity of L.
pneumophila Serogroup 1 in South Korea. Applied and
Environmental Microbiology 76 (19), 6547–6554.

Lin, Y. E., Stout, J. E. & Yu, V. L.  Controlling Legionella in
hospital drinking water: an evidence-based review of
disinfection methods. Infection Control and Hospital
Epidemiology 32 (2), 166–173.

McNemar, Q.,  Note on the sampling error of the difference
between correlated proportions or percentages.
Psychometrika 12 (2), 153–157.

Messonnier, M., Breysse, P. & on behalf of the U.S. Department of
Health & Human Services and the U.S. Centers for Disease
Control and Prevention  Developing a Water
Management Program to Reduce Legionella Growth &
Spread in Buildings.

New York State Department of Health  10 NYCRR Part 4
‘Protection against Legionella’: Required Actions for Cooling
Tower Owners. https://www.health.ny.gov/diseases/
communicable/legionellosis/docs/cooling_tower_regulations_
q_and_a.pdf (accessed 20 October 2017).

Oshiro, R. K. & on behalf of U.S. Environmental Protection
Agency, Office of Water  EPA microbiological
Alternate Test Procedure (ATP) Protocol for Drinking
Water, Ambient Water, Wastewater Monitoring Methods.
September 2010.

Paszko-Kolva, C., Hacker, P. A., Stewart, M. & Wolf, R. 
Inhibitory effect of heterotrophic bacteria on the cultivation of
Legionella dumoffii. In: Legionella: Current Status and
Emerging Perspectives (J. M. Barbaree, R. F. Breiman & A. P.
Dufour, eds). American Society for Microbiology, Washington,
DC, pp. 203–205.

Sartory, D. P., Spies, K., Lange, B., Schneider, S. & Langer, B. 
Evaluation of a most probable number method for the
enumeration of Legionella pneumophila from potable and
related water samples. Letters in Applied Microbiology 64 (4),
271–275.
First received 9 May 2017; accepted in revised form 8 October 2017. Available online 6 November 2017

http://dx.doi.org/10.1128/AEM.00422-10
http://dx.doi.org/10.1128/AEM.00422-10
http://dx.doi.org/10.1128/AEM.00422-10
http://dx.doi.org/10.1086/657934
http://dx.doi.org/10.1086/657934
http://dx.doi.org/10.1086/657934
http://dx.doi.org/10.1007/BF02295996
http://dx.doi.org/10.1007/BF02295996
https://www.health.ny.gov/diseases/communicable/legionellosis/docs/cooling_tower_regulations_q_and_a.pdf
https://www.health.ny.gov/diseases/communicable/legionellosis/docs/cooling_tower_regulations_q_and_a.pdf
https://www.health.ny.gov/diseases/communicable/legionellosis/docs/cooling_tower_regulations_q_and_a.pdf
https://www.health.ny.gov/diseases/communicable/legionellosis/docs/cooling_tower_regulations_q_and_a.pdf

	Evaluation of a most probable number method for the enumeration of Legionella pneumophila from North American potable and nonpotable water samples
	INTRODUCTION
	MATERIALS AND METHODS
	Legiolert/Quanti-Tray description and procedure
	SM9260&emsp14;J procedures
	Data analysis

	RESULTS
	Water sample composition
	Comparative recovery in potable water samples
	Comparative recovery in nonpotable water samples
	False positivity

	DISCUSSION
	CONCLUSIONS
	The generous contribution of IDEXX Laboratories Inc. in the provision of Legiolert reagent, Quanti-Tray and other materials is gratefully acknowledged. This work was supported by IDEXX Laboratories, Inc. IDEXX Laboratories, Inc. aided in the study design, data analysis, and in preparation of the report.
	REFERENCES


